Dose distribution around a new flexible afterloading applicator.
A new afterloading applicatory, together with a computer program, is described. A comparison of the calculated and measured dose distribution around different applicators shows that in the future the described computer program can be used. The development of the new applicator and the computer program increases the flexibility of possible dose distribution.